A new endoscopic metallic stenting method for duodenal stenosis: a preliminary report.
Palliative duodenal stenting was attempted in three patients with severe duodenal stenosis due to tumor invasion. Two methods were applied for duodenal stenting: the conventional method, which inserts the Ultraflex (stent for esophageal stenosis) along the guidewire under fluoroscopy, and a new method that uses a snare and an endoscope to guide the esophageal stent. The conventional method is often unsuccessful, because the delivery tube is too short, but the latter method appears to be a safe and effective duodenal stenting technique.